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MSG 010 - RED FD02 PCBA PROCEDURE UPDATE

PCBA CHECKOUT (JSC-HLS, NOM PROC) Step 24

Replace old PCBA Control Ranges for new (below). (Note that the PCBA Cue Card located
in the PCBA Accessories Kit is correct and does not need to be updated. This update only

pertains to the PCBA Cue Card printed in the HLS PhAB4 Procedures.)

PCBA Control Ranges
6+ Cartridges (Blue

Level 1 Level 2
Na 135-145 155-165
K 4.2-5.2 2.5-3.5
Cl 90-110 103-123
BUN 2.0-10.0 22-30
Glu 81-106 189-210
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PCBA Control Ranges
6+ Cartridges (Green

Na
K
iCa
pH
Glu

Level 1
135-145
4.2-5.2
1.02-1.22
7.36-7.56
81-106

Level 2
155-165
2.5-3.5
0.81-1.01
7.59-7.79
189-210



